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Date 7/FEB/2018
No 18-01133-9

CALIBRATION CERTIFICATE

Customer Name
__bescription

Model No

Serial No

Management No

Date

The above product

Hiroshima University

Thermo Recorder (T&D Corporation product)
RTR-502

52BA95F4

27816

5/FEB/2018

was calibrated with the Takayama Rika Seiki Co., Ltd. quality system in

accordance with the international standard of the quality control 1S09001, and the results
of measurement or test in the calibration work are shown by the accompanying certificate

of analysis.

The standards used in this calibration are traceability-ensured with standards of Japan
Electric Meters Inspection Corporation (JEMIC) and other calibration organizations.

Used Standards

Product Name / Type Serial No Duration of Calibration
Precision Thermometer / 0026/05 31/0CT/2018

CAB-F200-8

Platinum Resistance Temperature TS6ZA T100F 31/0CT/2018

Detector / NRHS1-0
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No 18-01133-9

CERTIFICATE OF ANALYSIS

Customer Name Hiroshima University
Description Thermo Recorder (T&D Corporation product)
Model No RTR-502 i
Serial No 52BA95F4
1 Management No 27816
Date 5/FEB/2018
Room Temperature
During Calibration 24 °C 51 %

Test data of the above product are as shown below;

Calibration Result

Test Temperature (“C) Reading (°C)
(Attached sensor: 27816-1)

4.0 4.0

The above calibration data are with no adjustment.

Used STD Name / Type Serial No Accuracy
Precision Thermometer / CAB-F200-8 0026/05 = (0. 15+0. 002t [)°C

# Includes the accuracy of the
Platinum Resistance Temperature Detector / TS6ZA 7100F Platinum Resistance Temperature
NRHS1-0 Detector NRHSI-0

The above standards are traceability—ensured with national standards and are
normalcy—confirmed.
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